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basis  for  this  calibration.  For  this  reason,  the  committee  urges 
research  on  drcumaural  earphones,  particularly  on  their  con¬ 
struction,  use,  and  calibration. 

To  summarize,  it  is  the  author’s  opinion  that  there  are  not 
sufficient  data  available  at  the  present  time  to  enable  one  to  use 
drcumaural  earphones  whenever  sound-pressure  levels  of  pure 
tones  at  the  eardrum  must  be  accurately  defined,  without  thor¬ 
oughly  investigating  first  the  calibration  of  the  system  consisting 
of  the  particular  earphones  and  ears  (both  real  and  artificial) 
under  consideration  and  second  the  reliability  of  this  calibration. 
At  this  time  the  routine  use  of  drcumaural  earphones  in  dinical 
and  industrial  audiometry  cannot  be  justified,  but  should  be 
restricted  to  laboratory  practices  where  investigation  of  calibra¬ 
tion  procedures  in  relation  to  the  sperific  earphones  can  be  carried 
out. 
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